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NATIONAL FOREWORD 

This Indian Standard [P : 39] (Second Revision) which is identical with ISO 3007 : 1 999 'Petroleum 
products and crude petroleum — Determination of vapour pressure — Reid method' issued by the 
International Organization for Standardization (ISO) was adopted by the Bureau of Indian Standards 
on the recommendation of the Methods of Measurement and Test for Petroleum, Petroleum Products 
and Lubricants Sectional Committee and approval of the Petroleum, Coal and Related Products 
Division Council. 

This standard was first revised in 1967. The committee has now decided to revise this standard to 
completely align it with ISO 3007 : 1 999 and publish under dual numbering system. Consequently the 
title of the standard has been modified. 

The text of ISO Standard has been approved as suitable for publication as an Indian Standard without 
deviations. Certain conventions are, however, not identical to those used in Indian Standards. Attention 
is particularly drawn to the following : 

a) Wherever the words 'International Standard' appear referring to this standard, they should be 
read as 'Indian Standard'. 

b) Comma (,) has been used as a decimal marker while in Indian Standards, the current practice 
is to use a point (.) as the decimal marker. 

In this adopted standard, reference appear to the following International Standard for which Indian 
Standard also exists. The corresponding Indian Standard which is to be substituted in its place, is 
listed below along with its degree of equivalence for the edition indicated: 

International Standard Corresponding Indian Standard Degree of Equivalence 

ISO 31 70 : 1988^' Petroleum liquids IS 1447 (Part 1) : 2000 Petroleum Technically Equivalent 
— Manual sampling and its products — Methods of 

sampling: Part 1 Manual Sampling 

{first revision) 

For tropical countries like India, the standard temperature and the relative humidity shall be taken as 
27 ± 2°C and 65 ± 5 percent, respectively. 

In reporting the result of a test or analysis made in accordance with this standard, if the final value, 
observed or calculated, is to be rounded off, it shall be done in accordance with IS 2 : 1 960 'Rules for 
rounding off numerical values (revised)'. 



'' Since revised in 2004. 
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Indian Standard 

METHODS OF TEST FOR 
PETROLEUM AND ITS PRODUCTS 

[P : 39] 
DETERMINATION OF VAPOUR PRESSURE — REID METHOD 

( Second Revision ) 

WARNING — The use of this International Standard may involve hazardous materials, operations and 
equipment. This International Standard does not purport to address all of the safety problems associated 
with its use. It is the responsibility of the user of this International Standard to establish appropriate safety 
and health practices and determine the applicability of regulatory limitations prior to use. 

1 Scope 

This International Standard specifies a method for the determination of the vapour pressure of liquid petroleum 
products consisting of essentially or wholly of hydrocarbon components, or containing oxygenated hydrocarbons of 
specific types and at specified maximum concentrations. The method does not apply outside these concentration 
levels, nor to any blends containing methanol or other oxygenated hydrocarbons not covered in note 1 . 

NOTE 1 The maximum concentration of ethers containing 5 or more carbon atoms is 15% (VA^, and for ethanol is 10% 
(VA^). For higher alcohols, the maximum concentration is 7 % (WV). 

NOTE 2 For the purposes of this International Standard, the term "%(VA/)" is used to represent the volume fraction of a 
material. 

For petroleum products containing methanol, or other oxygenated hydrocarbons outside the scope of note 1, a dry 
vapour-pressure test method should be used. For liquefied petroleum gases, ISO 4256 should be used. The test 
method may be applied to volatile crude petroleum with a vapour pressure exceeding lOkPa, although the 
precision has not been evaluated. 

Four procedures are described in this International Standard. Procedures A and B are alternative apparatus 
configurations for products with a Reid vapour pressure up to 180 kPa, Procedure C is applied to liquid products 
with a Reid vapour pressure above 180 kPa, and Procedure D applies to aviation gasolines with a Reid vapour 
pressure of approximately 50 kPa. 

Vapour pressure is an important physical property of volatile liquids, and has critical performance implications for 
automotive and aviation gasolines. Vapour pressure is also one of the properties affecting atmospheric evaporation, 
and is therefore increasingly used in regulations relating to emissions and air quality control. Vapour pressure is 
also a critical property limiting the performance and safety of operation of equipment during transfer operations. 

NOTE Because the external atmospheric pressure is counteracted by the atmospheric pressure initially in the vapour 
chamber, the Reid vapour pressure is approximately the "absolute" vapour pressure at 37,8 °C. The Reid vapour pressure 
differs from the true vapour pressure of the sample owing to slight vaporization of the sample and the pressure of water vapour 
and air in the confined space. 

2 Normative reference 

The following normative document contains provisions which, through reference in this text, constitute provisions of 
this International Standard. For dated references, subsequent amendments to, or revisions of, such publications do 
not apply. However, parties to agreements based on this International Standard are encouraged to investigate the 
possibility of applying the most recent edition of the normative document indicated below. For undated references, 
the latest edition of the normative document referred to applies. Members of ISO and lEC maintain registers of 
currently valid International Standards. 

ISO 31 70:1 988, Petroleum liquids — Manual sampling. 
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3 Term and definition 



3.1 

Reid vapour pressure 

absolute vapour pressure exerted by a liquid under the specific conditions of test temperature, vapour:liquid ratio, 
and air and water saturation described in this International Standard 

4 Principle 

The liquid chamber of the Reid vapour-pressure apparatus is filled with the chilled sample and connected to the 
vapour chamber that has been preheated to 37,8 °C. The assembled apparatus is immersed in a bath at 37,8 °C 
until constant pressure is observed. The pressure reading, corrected if necessary, is the Reid vapour pressure. 

5 Apparatus 

The apparatus for Procedures A, C and D is described in annex A. The apparatus for Procedure B is described in 
annex B. 

5.1 Cooling bath, to cool the samples to °C to 1 °C and the liquid chamber to below 5 °C. An ice water bath or a 
refrigerator, with freezer compartment, are suitable. 

NOTE Solid carbon dioxide is not a suitable cooling medium due to its solubility in gasolines, which may lead to erroneous 
results. 

6 Samples and sampling 

6.1 The extreme sensitivity of vapour-pressure measurements to losses through evaporation and the resulting 
changes in composition, is such as to require the utmost precaution and the most meticulous care in the taking and 
handling of samples. 

6.2 Unless otherwise specified, the samples shall be obtained by the procedures described in ISO 31 70. 

NOTE The taking of automatic in-line samples is not recommended for this International Standard, unless a variable- 
volume sample receiver is used. The use of a fixed-volume receiver, pressurized or not, may result in light-end loss from the 
product. 

6.3 For procedures A, B and D, the sample containers shall be of 1 litre capacity, and shall be filled to 70 % to 
80 % capacity with the sample. For Procedure C, the sample container shall be of a minimum of 0,5 litre capacity. 

NOTE With agreement between all the parties concerned, smaller samples, down to 0,3 litre minimum, may be taken when 
sampling inerted vessels for vapour-pressure measurement exclusively. These samples should be placed in sample containers 
with the ullage requirements specified in 6.3. Precision on samples of less than that specified In 6.3 has not been determined. 

6.4 Sample containers shall be leak-free. Discard containers found to have any visible leak, and obtain a new 
sample. 

6.5 Official samples frequently require specific sampling arrangements, including a separate sample for the Reid 
vapour-pressure determination, and possibly the presence of a cooling bath or an insulated carrier at the sampling 
site (see also the note to 6.3). Regulations and/or specifications shall be consulted for any special instructions for 
sampling before samples are taken. 

6.6 In all cases, protect the samples between the sampling point and the cooling bath (5.1) from excessive heat. 

6.7 The Reid vapour-pressure determination shall be performed on the first test portion withdrawn from the sample 
container. The remaining sample in the container shall not be used for a second determination. If necessary, obtain 
a new sample. 
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6.8 The sample container and its contents sinall be cooled to °C to 1 °C before opening. Sufficient time to reach 
this temperature shall be ensured by direct measurement of the temperature of a similar liquid in a like container 
placed in the cooling bath at the same time as the sample. 

7 Sample preparation 

7.1 With the sample at a temperature of °C to 1 °C, remove the sample container from the cooling bath and wipe 
dry with absorbent material. Verify that the container is 70% to 80% full, either by visual examination if the 
container is transparent, or, if the container is not transparent, by the use of a suitable gauge. 

7.2 If the container is less than 70 % full, discard the sample. If the container is more than 80 % full, pour out 
enough sample to bring the volume in the container to within the 70 % to 80 % range. Under no circumstances shall 
any sample poured out be returned to the container. 

7.3 Reseal the container if necessary, and replace it in the cooling bath for a sufficient time for the temperature to 
equilibrate to °C to 1 °C. 

7.4 For Procedures A, B and D only, remove the sample container from the cooling bath at °C to 1 °C, open it 
momentarily, reseal it, and shake it vigorously for 10 s to 20 s. Return it to the bath for a minimum of 2 min. Repeat 
this procedure twice more, and then return the sample to the cooling bath until ready for sample transfer. 

7.5 For procedure C, do not disturb the sample in the cooling bath until it is removed for sample transfer. 

8 Apparatus preparation 

8.1 Liquid chamber 

Completely immerse the open liquid chamber in an upright position in the cooling bath (5.1) for at least 10 min until 
it reaches a temperature below 5 °C. For Procedures A, B, and D, also immerse the sample transfer connection 
(A. 5 and Figure 1) for the same cooling period. 

NOTE The freezer compartment of the refrigerator may be used to minimize the time required. 

8.2 Vapour chamber 

The purged (see 11.1 to 11.3) vapour chamber and pressure sensor shall be connected together and placed in a 
water bath (A.3) at 37,8 °C to a depth that ensures that at least 25 mm of water is above the highest level of the 
vapour chamber. Keep it in the water bath for a minimum of 10 min, and do not remove it until the liquid chamber 
has been filled with sample. 

9 Sample transfer 

9.1 For Procedures A, B and D, remove the chilled sample container from the cooling bath (5.1), uncap it, and 
insert the chilled transfer connection (see Figure 1). Remove the liquid chamber from the cooling bath or 
refrigerator, empty it, or confirm that it is empty by inversion, and place it rapidly over the sample delivery tube of the 
transfer connection. Invert the entire system rapidly, so that the liquid chamber is upright with the end of the delivery 
tube extending to approximately 6 mm of the bottom of the liquid chamber. Fill the liquid chamber to overflowing, 
ensuring that the sample is free of air bubbles by lightly tapping the liquid chamber against the work surface. 
Withdraw the delivery tube from the liquid chamber while allowing the sample to continue flowing up to complete 
withdrawal. Figure 2 illustrates the above operations. 

CAUTION — Ensure that suitable containment of excess sample is provided, and that no potential ignition 
sources are adjacent. Make suitable provision for the safe disposal of excess sample. 
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Figure 1 — Sample transfer connection 
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Figure 2 — Simplified outline of sample transfer for Procedures A, B and D 
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9.2 For Procedure C, use a safe method of displacement of the sample from the sample container to the liquid 
chamber which ensures that a chilled, unweathered sample is transferred. Self-induced pressure displacement by 
the procedure described in 9.2.1 to 9.2.3 is recommended. 

9.2.1 Remove the sample container from the cooling bath and allow it to warm to a temperature that will maintain a 
pressure above atmospheric pressure. Warm slightly if necessary, but not to above 35 °C. 

9.2.2 Connect an ice-cooled coil to the outlet valve of the sample container. 

NOTE A suitable ice-cooled coil can be prepared by immersing a spiral of approximately 8 m of 6 mm diameter copper 
tubing in a 10 litre container of ice water. 

9.2.3 Connect the lower valve of the liquid chamber, removed from the cooling bath and emptied by inversion, to 
the ice-cooled coil. With the upper valve of the liquid chamber closed, open the outlet valve of the sample container 
and the lower valve of the liquid chamber. Open the upper valve of the liquid chamber slightly and allow the liquid 
chamber to fill slowly until it has overflowed by at least 200 ml. Control this operation so that no appreciable drop in 
pressure occurs at the lower valve of the liquid chamber. In the order named, close the upper and lower valves of 
the liquid chamber and then close all other valves in the sample system. Disconnect the liquid chamber and cooling 
coil. Because of the liquid-full condition of the liquid chamber, immediate attachment to the vapour chamber and 
opening of the upper valve is essential (see 1 0.1 ). See also the Caution to 9.1 . 

10 Procedure 

10.1 Apparatus assembly 

Without delay, remove the vapour chamber from the water bath, shake it gently to remove free water droplets, and 
couple it to the filled liquid chamber as quickly as possible without spillage. Do not allow undue movement of the 
vapour chamber that could promote exchange of the ambient air with the air at 37,8 °C in the vapour chamber. The 
coupling shall be completed within 10 s of the vapour chamber being removed from the water bath. If a two-valve 
liquid chamber is used (Procedure C), open the upper valve immediately after coupling is completed. 

10.2 Introduction of the apparatus into the bath 

10.2.1 Procedures A and D 

Turn the assembled apparatus upside down and allow all the sample in the liquid chamber to drain into the vapour 
chamber. With the apparatus still inverted, shake it vigorously up and down eight times. With the gauge end up, 
immerse the assembled apparatus in the bath at 37,8 °C in an inclined position, so that the connection of the liquid 
and vapour chambers is below the water level. Carefully examine for leaks. If no leaks are observed, further 
immerse the apparatus to a vertical position, with the water level a minimum of 25 mm above the top of the vapour 
chamber. Observe the apparatus for leaks throughout the test and discontinue the test at any time that a leak is 
detected. 

NOTE Liquid leaks are more difficult to detect than vapour leaks, and because the coupling between the chambers is 
normally in the liquid section of the apparatus, it should be given particular attention. 

10.2.2 Procedure B 

While holding the apparatus vertically, immediately connect the spiral tubing at the quick-action disconnect. Tilt the 
apparatus to 20° to 30° downward for 4 s to 5 s to allow the sample to flow into the vapour chamber without entering 
the tube extending into the vapour chamber from the pressure sensor. Place the assembled apparatus in the water 
bath in such a way that the bottom of the liquid chamber engages in the drive coupling, and the other end of the 
apparatus rests on the support bearing. Turn on the switch to begin the rotation of the assembled liquid-vapour 
chambers (see B.I). Observe the apparatus for leaks throughout the test (see the note to 10.2.1). Discard the test 
at any time that a leak is detected. 
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10.2.3 Procedure C 

With care, turn the assembled apparatus upside down and allow the sample in the liquid chamber to flow into the 
vapour chamber. Do not shake the apparatus. Re-invert the apparatus and immerse it in the bath at 37,8 °C in the 
manner described in 1 0.2.1 . Continue to examine for leaks throughout the test as specified. 

10.3 Vapour-pressure measurement 

10.3.1 Procedures A and D 

After the assembled apparatus has been in the water bath for at least 5 min, tap the pressure gauge (A.2) lightly 
and observe the reading. Withdraw the apparatus from the bath, invert it, and repeat the shaking action described in 
10.2.1. Replace the apparatus vertically in the bath, and at further intervals of not less than 2 min, repeat this 
procedure at least four more times. Continue this procedure as necessary, until two consecutive gauge readings are 
the same. Read the final gauge pressure to the nearest 0,25 kPa and record this as the observed vapour pressure 
of the sample. Without delay, remove the apparatus from the bath, disconnect the pressure gauge (see the note 
below) and, without attempting to remove any trapped liquid in the gauge, check its reading against that of the 
verifying device (A.2.2) while both are subject to a common steady pressure that is within 1 kPa of the observed 
reading. If a difference is observed between the verifying device and gauge readings, this difference is applied to 
the observed vapour pressure to obtain the Reid vapour pressure of the sample. 

NOTE Cooling the assembly, taking care not to cool the gauge, prior to disconnection will facilitate disassembly and 
reduce the escape of hydrocarbon vapours. 

10.3.2 Procedures 

Carry out 10.3.1 without the removal of the apparatus and without the shaking procedure. For the pressure-gauge 
apparatus, the tapping and reading shall be as specified in 10.3.1, but for transducer apparatus, the tapping is not 
required. The checking and correction of the final pressure gauge or transducer readings shall be as specified in 
10.3.1. 

10.3.3 Procedure C 

Carry out 10.3.1 without the removal of the apparatus and without the shaking procedure, as this could be 
hazardous. As an alternative to the manometer corrections to the observed vapour-pressure readings, a dead- 
weight tester is recommended for vapour pressures above 180 kPa. The corrections are applied in exactly the same 
manner as those described for manometer-reading corrections. 

NOTE Because the assembled apparatus is not shaken to promote equilibrium, it is likely that the time taken to two 
consecutive identical observed vapour pressures will be significantly longer than that for Procedures A, B and D. 

1 1 Preparation of apparatus for next test 

11.1 Thoroughly purge the liquid and vapour chambers, and the sample transfer connection, of residual sample by 
filling them with warm water above 32 °C, and allowing them to drain. Repeat this purging at least five times. Rinse 
the components several times with a light aliphatic petroleum distillate, then several times with acetone. Dry in a 
current of dry air. Place the liquid chamber in the cooling bath or refrigerator in preparation for the next test. 

NOTE Suitable distillates for washing the components include petroleum spirit, petroleum naphtha, heptane and 
2,2,4-trimethylpentane. 

11.2 If the purging of the vapour chamber is done in a bath, close the top and bottom openings of the chamber as 
they pass through the water surface to avoid small films of floating sample. 

11.3 Disconnect the pressure gauge from the verifying device and remove trapped liquid in the Bourdon tube of 
the gauge by repeated centrifugal thrusts by hand. Hold the gauge between the palms of the hands, with the right 
hand on the face of the gauge and the threaded connection forward. Extend the arms forward and upward at an 
angle of 45°, and then swing the arms rapidly through an arc of approximately 135°. Repeat this operation at least 
three times, or until all liquid has been expelled from the gauge. In the correct operation of Procedure B, liquid shall 
not reach the pressure gauge or transducer. If liquid is observed or suspected to have reached the gauge, purge it 
as specified above. The transducer has no cavity to trap liquid, but ensure that there is no liquid in the T-handle 
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fitting or spiral tubing by forcing a stream of dry air tinrougin tine tubing. Connect tine pressure gauge or transducer to 
tine purged vapour cinamber witin tine liquid connection closed, and place the chamber in the bath at 37,8 °C to 
condition for the next test. 

NOTE The vapour chamber and attached gauge or transducer should not be left in the water bath for longer than is 
necessary for conditioning. Water vapour can condense in the Bourdon tube and cause erroneous results. 

12 Expression of results 

12.1 Report the corrected result obtained to the nearest 0,25 kPa for values of 100 kPa and below, and to the 
nearest 0,5 kPa for values above 1 00 kPa, as the Reid vapour pressure. 

12.2 Report the Procedure (A, B, C or D) used. 

13 Precision 

13.1 General 

The precision, as determined by statistical examination of interlaboratory test results, is given in Table 1 . 

13.2 Repeatability 

The difference between two test results obtained by the same operator with the same apparatus under constant 
operating conditions on identical test material would, in the long run, in the normal and correct operation of the test 
method, exceed the values given in Table 1 in only one case in 20. 

13.3 Reproducibility 

The difference between two single and independent test results, obtained by different operators working in different 
laboratories on identical test material would in the long run, in the normal and correct operation of the test method, 
exceed the values given in Table 1 in only one case in 20. 



Table 1 — Precision values 



Values in kilopascals 



Procedure 


Range 


Repeatability 


Reproducibility 


A 


0to35 


3,2 


5,2 


A (gasoline) 


35 to 100 


1,2 


4,5 


A 


110 to 180 


2,1 


2,8 


B (gasoline)^ 


35 to 1 00 


1,2 


4,5 


C 


Above 180 


2,8 


4,9 


D (avgas) 


50 ±5 


0,7 


1,0 


a A bias of 0,7 kPa to 1 ,4 kF 
readings being higher. 


'a has been observed between 


pressure gauge and transducer results, with the transducer 



14 Test report 

The test report shall contain at least the following information: 

a) a reference to this International Standard; 

b) the type and complete identification of the product tested; 
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c) the result of the test (see clause 1 2); 

d) any deviation, by agreement or otherwise, from the procedure specified; 

e) the date of the test. 
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Annex A 

(normative) 

Apparatus for Procedures A, C and D 



A.1 Reid vapour-pressure apparatus 

This consists of two cinambers, a vapour cinamber (upper section) and a liquid cinamber (lower section) which shall 
conform to the requirements of A.1 .1 to A.1 .3. 

A.1.1 Vapour chamber 

The upper section or vapour chamber, as shown in Figure A.1, shall be a cylindrical vessel having internal 
dimensions of 51 mm ± 3 mm in diameter and 254 mm ± 3 mm in length, with the inner surfaces of the ends slightly 
sloped to provide complete drainage from either end when held in a vertical position. On one end of the vapour 
chamber, a suitable female gauge coupling with an internal diameter of not less than 4,7 mm shall be provided to 
receive the pressure gauge (A.2). In the other end of the chamber, shall be an opening of approximately 13 mm in 
diameter fitted with a female coupling to match the male thread on the liquid chamber. The connections and 
openings shall not prevent the chamber from draining completely. 

A.1. 2 Liquid chamber (one opening) 

The lower section or liquid chamber, as shown in Figure A.1, shall be a cylindrical vessel of the same inside 
diameter as the vapour chamber, and of such a volume that the ratio of the volume of the vapour chamber to the 
volume of the liquid chamber shall be between 3,8 and 4,2 for Procedures A, B and C, and between 3,95 and 4,05 
for Procedure D. In one end of the liquid chamber, an opening of approximately 13 mm in diameter shall be 
provided, fitted with a male coupling to match the female thread on the vapour chamber. The inner surface of the 
coupling end shall be sloped to provide complete drainage when inverted. The other end of the chamber shall be 
completely closed. 

A.1. 3 Liquid chamber (two openings) 

For sampling from closed vessels, the lower section or liquid chamber, as shown in Figure A.1, shall be essentially 
the same as the liquid chamber described in A.1 .2, except that it shall have a valve (lower) of approximately 6 mm 
in diameter attached near the bottom of the chamber, and a straight-through full-opening valve (upper) of 
approximately 13 mm in diameter into the coupling between the two chambers. The volume ratio requirements shall 
fulfil those set out in A. 1.2 and, for the purpose of the determination of the capacity of this chamber, the volume 
below the upper valve closure shall be included. The volume above the upper valve closure, including that portion 
permanently attached to the liquid chamber, shall be considered as part of the vapour chamber capacity. 

A.1. 4 Determination of volumetric ratio 

Fill a large (greater than 600 ml) graduated burette with water and record the initial volume (Vq). Without spillage, 
dispense water into the liquid chamber to fill it completely. Record the new volume (VJ. Carefully connect the 
vapour chamber to the liquid chamber and fill the vapour chamber to the seat of the gauge connection with more 
water from the burette. Record the final volume (Vj). The volumetric ratio (Ry) is calculated from the following 
equation: 



Vl-Vo 

NOTE To maintain the correct volunnetric ratio for all determinations, particularly those for Procedure D, paired chambers 
should not be interchanged without a further determination of volumetric ratio. Permanent marking of paired chambers is 
recommended. 
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Dimensions in millimetres 
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Figure A.I — Reid vapour-pressure apparatus 
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A.I. 5 Coupling of chambers 

Any method of coupling the vapour and liquid chambers that ensures that no sample is lost from the liquid chamber 
during the coupling operation, no compression effect is caused by the act of coupling, and the assembly is free of 
leaks under the conditions of test, is satisfactory. To avoid compression of air during assembly, a vent hole in the 
female coupling of the vapour chamber shall be present to ensure atmospheric pressure in the vapour chamber at 
the instant of sealing. 

NOTE Some items of commercially available apparatus do not make adequate provision for avoiding the compression 
effects. Before employing any apparatus, it should be established that the act of coupling does not compress air in the vapour 
chamber. This can be accomplished by tightly stoppering the liquid chamber opening(s) and coupling the apparatus in the 
normal manner using the kPa to 35 kPa pressure gauge. Any observable increase in pressure on the gauge is an indication 
that the apparatus does not meet the specifications, and the manufacturer should be consulted. 

A.2 Pressure gauge 
A.2.1 Requirements 

The pressure gauge shall be a Bourdon-type spring gauge of test gauge quality, 100 mm to 150 mm in diameter, 
provided with an approximately 6 mm male thread connection to fit the vapour chamber, with a passageway not less 
than 4,7 mm in diameter from the Bourdon tube to the atmosphere. The range and graduations of the pressure 
gauge shall be governed by the sample being tested as given in Table A.I. Only accurate gauges shall be used. 
When the gauge reading differs from the manometer (or dead-weight tester) reading by more than 1 % of the scale 
range of the gauge, the gauge shall be considered inaccurate. 

NOTE Pressure gauges 90 mm in diameter may be used in the kPa to 35 kPa range. 



Table A.I — Pressure gauge range and graduations 



Values in kilopascals 



Reid vapour pressure 


Gauge 


Scale range 


Maximum numbered intervals 


Maximum intermediate 








graduations 


27,5 and below 


0to35 


5,0 


0,5 


20 to 75 


to 1 00 


15,0 


0,5 


70 to 180 


to 200 


25,0 


1,0 


70 to 250 


to 300 


25,0 


1,0 


200 to 375 


to 400 


50,0 


1,5 


350 and above 


to 700 


50,0 


2,5 



A.2.2 Gauge-verifying device 

A manometer or dead-weight tester having a range suitable for checking the pressure gauge employed shall be 
used. The scale shall be graduated at intervals of 0,1 kPa for gauge readings below 180 kPa, and not coarser than 
0,5 kPa for higher readings. 

A.3 Water bath 

The water bath shall be of such dimensions that the assembled vapour-pressure apparatus can be immersed to at 
least 25 mm above the top of the vapour chamber. Means for maintaining the bath at a constant temperature of 
37,8 °C ± 0,1 °C shall be provided. A suitable holder for the temperature sensor (A.4) shall be provided such that, 
when a thermometer is used, it is immersed to the 37 °C mark throughout the vapour-pressure determination. An 
alternative temperature-sensing device or system shall be placed to give identical temperature readings. 
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A.4 Temperature sensor 

A liquid-in-glass thermometer, meeting the specification given in annex C, or an alternative temperature-measuring 
device or system of at least equivalent accuracy and precision. Apply corrections to the temperature measurement, 
if necessary, to ensure the correct water-bath temperature. 

A.5 Sample transfer connection 

The sample transfer connection (see 9.1 and Figure 1) consists of two tubes inserted into a stopper of appropriate 
dimensions to fit the opening of the sample container. One of the tubes is short for the delivery of the sample, and 
the other is long enough to reach the bottom corner of the sample container. 
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Annex B 

(normative) 

Apparatus for Procedure B 



B.1 General 

The requirements for the apparatus described below, and the operational procedures described in 10.2.2 and 
10.3.2, relate to one type of apparatus, from which the precision statement was generated. Other types of 
apparatus, working on similar principles, conform generally to this procedure, and have been shown to give equal or 
better precision. The use of alternative apparatus designs or means of mixing the test portion and vapour, e.g. 
vibration, is allowed provided traceable equivalency can be demonstrated. 

B.2 Reld vapour-pressure apparatus 

The vapour chamber and liquid chamber shall conform to A.I .1 and A.I .2, with the requirements of A.I .4 and A.I .5 
applied. 

B.3 Pressure sensor 

The pressure sensor shall be either a pressure gauge as specified in A.2 or a suitable pressure transducer and 
digital readout. If a pressure transducer is used, it shall be capable of internal calibration over the range kPa to 
200 kPa, and shall give a readout to the nearest 0,1 kPa. It shall be supplied with a valid calibration certificate. The 
pressure-measuring system shall be remotely mounted from the vapour-pressure apparatus, and terminations shall 
be provided for use of a quick-connect fitting. 

B.3.1 Flexible coupler 

A suitable flexible coupling shall be provided for connection of the rotating vapour-pressure apparatus to the 
pressure sensor. 

B.3.2 Vapour-chamber tube 

A vapour-chamber tube of 3 mm ± 0,1 mm internal diameter and of a length of 114 mm ± 1 mm shall be inserted 
into the pressure-measuring end of the vapour chamber to prevent liquid entering the vapour-pressure-measuring 
connections. Figure B.I illustrates a vapour chamber with tube inserted. 
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Dimensions in millimetres 



I- IK 



Key 

1 Vapour chamber 

2 Vapour-chamber tube 

3 To pressure measurement 



Figure B.1 — Vapour chamber with tube inserted 



B.4 Water bath 



The water bath shall be of such dimensions that the assembled vapour-pressure apparatus can be completely 
immersed in a horizontal position. Provision shall be made to rotate the apparatus on its axis 350° in one direction 
and then 350° in the opposite direction in a repetitive fashion. Means for maintaining the bath at a constant 
temperature of 37,8 °C ± 0,1 °C shall be provided. A suitable holder for the thermometer (see A.4) shall be provided 
such that the thermometer is immersed to the 37 °C mark throughout the vapour-pressure determination. A suitable, 
commercially available, bath is illustrated in Figure B.2. 

B.5 Other apparatus 

The temperature sensor and sample transfer connection shall be as specified in A.4 and A.5 respectively, and 9.2.2 
plus the note to 9.2.2 as applicable. 
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Dimensions in millimetres 




\ 





a) Analogue gauge version 




^ m~^^ 



Ke\ 


r 




1 


Gauge couplings 




2 


Rotaters (3) 




3 


Quick connect fittings 




4 


Flexible couplings 




5 


Vapor-pressure apparatus (max 


3) 


6 


Bath control unit 




7 


Bath thermometer 




8 


Digital displays 





b) Digital gauge version 



Figure B.2 — Illustration of suitable water bath for Procedure B 
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Annex C 

(normative) 

Thermometer specification 



If a liquid-in-glass thermometer is used, as specified in A.4, it shall meet the specification given in Table C.1 . 

Table C.I — Thermometer specification 



Temperature range 


°C 


34 to 42 


Immersion 


mm 


Total 


Scale marks: 






Subdivisions 


°C 


0,1 


Long lines at each 


°C 


0,5 


Numbered at each 


°C 


1 


Maximum line width 


mm 


0,15 


Scale error, max. 


°C 


0,1 


Expansion chamber 






Permit heating to 


°C 


100 


Total length 


mm 


270 to 280 


Stem OD 


mm 


6,0 to 7,0 


Bulb length 


mm 


25 to 35 


Bulb OD 


mm 


Not greater than 
stem 


Scale location: 






Bottom of bulb to line at 


°C 


34 


Distance 


mm 


130 to 150 


Length of scale range 


mm 


60 to 90 



NOTE An ASTM 1 8C/IP 23C thermometer meets the above specification. 
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